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Abstract:- The aim of the project is to develop intelligent pillow to monitor the heart rate by using fiber optical 
sensor. The research is focused upon allowing more automation of patient care, an especially important matter 
for the elder population or bedridden patients, which is a rapidly growing fraction of much of the world 
population today. The fiber-optical sensor is built into pillow. Patients can determine their heart rate by just 
lying on the pillow and the device will not cause any disturbance to patients and at the same time still 
monitoring the heart rate. ECG electrodes and finger clip / ear lobe clip probes (using IR LED and photodiode 
technology) are commonly used for monitoring heart rate. Unfortunately, they are inconvenient and inadequate 
for long-term, everyday measurements. Fiber-optical sensing overcomes many of these challenges by using light 
rather than electricity and standard optical fiber in place of copper wire. Optical fibers are nonconductive, 
electrically passive, immune to electromagnetic interference (EMI) -induced noise, and able to transmit data over 
long distances with little or no loss in signal integrity. Using the concept of light and the benefits of using fiber 
optical sensors to detect the heart rate, PPG(photoplethysmogram) is being used in this project. A 
photoplethysmogram (PPG) is an optically obtained plethysmogram, a volumetric measurement of an organ. A 
PPG is often obtained by using a pulse oximeter which illuminates the skin and measures changes in light 
absorption (Shelley and Shelley, 2001). 
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I. INTRODUCTION 

ECG electrodes and pulse oximeter (using finger clips) are being used for heart rate monitoring today 
and unfortunately, they are inconvenient and inadequate for long-term, everyday measurements. They are not 
encouraged to be implemented under bed or pillows as dangerous electric shock might hurt the patients easily. 
By considering the advantages of using fiber-optical sensors, it is well suited to be implemented under the 
pillow to detect human's heart rate. The goal of this research project: 

1) To design small, simple and safe fiber optic sensor and heart rate system to be implemented under the pillow. 

2) To design low powered heart rate that will provide an accurate reading of one's heart rate. 

3) To design an operating system of the project. To develop the control system that will receive the input signal 
for determine the process that it must execute to give out the desired output. 

II. FIBER OPTICAL PPG SENSORS 

General principle of such devices is that light from a laser (often a single-frequency fiber laser) or from 
a super luminescent source is sent through an optical fiber, experiences subtle changes of its parameters either in 
the fiber or in one or several fiber Bragg gratings, and then reaches a detector arrangement which measures 
these changes. 

PPG (photoplethysmography) can be done in two methods: transmittance and reflectance of light. In 
transmittance, the light is shone through the tissue using an infrared LED and is detected on the other end using 
a photo detector/phototransistor. In contrast, in reflectance method, both infrared LED and photo 
detector/phototransistor are allocated at the same side to detect the light reflected by the tissue. 
Compared with other types of sensors, fiber-optic sensors exhibit a number of advantages: 

• They consist of electrically insulating materials (no electric cables are required), which makes possible their 
use e.g. in high- voltage environments. 

• They can be safely used in explosive environments, because there is no risk of electrical sparks, even in the 
case of defects. 

• They are immune to electromagnetic interference (EMI), even to nearby lightning strikes, and do not 
themselves electrically disturb other devices. 

• Their materials can be chemically passive, i.e., do not contaminate their surroundings and are not subject to 
corrosion. 

• They have a very wide operating temperature range (much wider than is possible for electronic devices). 
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• They have multiplexing capabilities: multiple sensors in a single fiber line can be interrogated with a single 
optical source. 

The advantages of using fiber optical sensors have proven the sensors are safe enough to be 
implemented under the pillow where humans or patients need to sleep on top of it for long term. 
Fiber optical sensors are basically made up of fiber optical cables, either the cable itself works as a sensor or it 
can work as a probe. 

There are two types of fiber optics: multi-mode and single mode. In multi-mode fibers, the core 
diameter is greater than the core diameter of single-mode fibers, making the light to have several propagation 
modes. Multi-mode fibers can be classified into graded-index and step-index. They are normally used as short- 
distance fibers. Whereas for single-mode fibers, they are used in long distance cables, but they require 
connectors with better precision and expensive devices. On this kind of fiber, the light has only one way of 
travelling inside the fiber core. 




Singiiinodr 

Figure 1: Multi-mode and Single-mode 





Muttimode. Graded index 
Figure 2: Step-index and Graded-index (Multi-mode) 

Fiber optic cables are widely used in transferring data in high speed, single -mode fiber optic is the best 
solution for this fast data transmission but due to its expensive cost, multi-mode fiber optic is being used instead 
because of its cheaper cost, however only graded-index is widely used compared to step-index due to its 
decrease in modal dispersion. Therefore, step-index fiber optic can be considered as the cheapest fiber optics 
among the others. Since this project is just using the concept of light to detect the human's heart rate and not en- 
coding any data into the light, so it is sufficient enough to use step -index multi-mode fiber optics as it has a 
cheaper cost. 

III. RESEARCH METHOD 

Fiber optic cables are commonly expensive and the project does not need to use fiber optic cables with 
high qualities. Fiber optic cables with multi-mode and step-index is sufficient enough in this project. The 
wavelength of the infrared is 950nm. Infrared light which is in the 850-1000 nm wavelength light band is found 
to be most widely researched for this application. Reflection configuration is selected compared to transmission 
configuration as it can detect any area of human skin as it only uses the concept of reflection of light which 
reflects from the surface of the human skin. 
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Figure 3: AC and DC components of fiber optic PPG 



Both arterial blood volumetric changes and venous blood volume changes are considered as the AC 
component, so fiber optic PPG consists of two components: AC component and DC component. Unfortunately, 
AC component is relatively weaker compared to DC component. Before light reaches the phototransistor, it 
needs to pass through various tissue constituents such as skin, bone muscle etc resulting in a constant DC offset 
to the signal. Optical density is the measure of the transmission of an optical medium for a given wavelength. 
AC component of the fiber optic PPG signals is the only component required to measure the heart beat, so DC 
component of the signal needs to be filtered out completely and then the AC component of the signal must be 
amplified until a sufficient voltage level. Once the PPG signals are acquired after filtering and amplifying, each 
peak of the voltage signal will act as a DC input to the micro -controller for software running. Filtering and 
amplifying using high pass filter and active low pass filter. 




Figure 4: Passive high pass filter and active low pass filter 



In order to solve the possible interruption to the fiber optical sensors, an effort of securing the fiber 
optical cables is needed. Longer fiber optical cables might cause more disturbances, so by using shorter fiber 
optic cables, it will limit the amount of noises to the signals. Both the surface of the fiber optic probe has to be 
equally aligned for better sensing. A precision drilled wooden piece was made for experiment purpose. 





Figure 5: A precision drilled wooden piece for experiment purpose 
Providing comfort to consumers was taken as priority while implementing the boards under the pillow. 
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Figure 6: Intelligent pillow 




Figure 7: Position of fiber optic sensor 



This pillow was temporarily used as a prototype only as this project was not concentrating on the 
design of the physical look of the pillow. The current sensor's position was sufficient to detect the heart rate 
from sensor, but due to its fixed position, different sleeping postures might affect the measurement of heart rate. 
For future improvement, external accessory can be included to connect with the sensor to provide flexibility, 
which acts like a sticker and can be attached to any areas according to the consumer's preference. 

IV. RESULTS AND ANALYSIS 

This project was based on test-driven design procedures. Though the methodology of the solution was 
conceptually designed, the practical implementation involved testing and improving each of the stages as part of 
its progress. Various testing procedures were part of the project even from the first phase, such as when the 
phototransistor was tested for its sensitivity. Other testing procedures included comparison of active and passive 
filters. Other procedures such as longevity and stress tests were also executed on the final completed circuit in 
order to ensure its safety and reliability. The data collected was subsequently processed by the software 
component of this project and the results were compared with those of the commercial heart rate monitor. 
Fiber optic PPG signals acquired after testing : 




Figure 8: Fiber optic PPG signals 1 
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Figure 9: Fiber optic PPG signals 2 
The dicrotic notch of the PPG signals is clearly visible, in addition to other details such as sharply 
rising systolic peak and slowly settling diastolic foot. Different individuals will display different shapes of PPG 
signals but the concept of the signals is still the same. 




Cardiac cycle 



Dicrotic Notch 



Figure 10: PPG signals from commercial heart rate monitor 1 




Figure 11: PPG signals from commercial heart rate monitor 2 



Results are compatible with other PPG signals from current available heart rate monitor. 



V. CONCLUSIONS 

The numerous challenges encountered during this time only improved the design procedures and can 
be seen as necessary catalysts. The biometrics of heart rate produced by this intelligent pillow is important 
additions to those bedridden patients and for great convenience to serve as significant indicators of the health of 
the individual. Although the accuracy of the measurements may not be as accurate as ECG or advanced pulse 
dosimeters, they are still very close to the actual results and can be used in trend analysis if not in clinical 
diagnosis. The strength of this project lies in the portability and comfort ability to the consumers who are 
concern about their heart rate at all times including when they sleep. 

If given more time to work on this project, the project could be further improved in various ways. Fiber 
optic sensors in the intelligent pillow can be used to detect blood oxygen saturation or blood pressure and not 
only the heart rate. The throughput of the TCP/IP server or wireless system can be implemented to allow for 
richer parallel data acquisition by remote clients. 

In conclusion, the project can be further improved in various ways that can make it more user-friendly 
and accurate for better market value. It can become a good accessory to the user in tracking their health and the 
health of the ones they are concerned about. It can also become a good addition to the automated infrastructures 
already in place in hospitals. 
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